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40 CFR Ch. I (7–1–14 Edition) § 1065.390 

PM MEASUREMENTS

§ 1065.390 PM balance verifications 
and weighing process verification. 

(a) Scope and frequency. This section 

describes three verifications. 

(1) Independent verification of PM 

balance performance within 370 days 

before weighing any filter. 

(2) Zero and span the balance within 

12 h before weighing any filter. 

(3) Verify that the mass determina-

tion of reference filters before and 

after a filter weighing session are less 

than a specified tolerance. 

(b) Independent verification. Have the 

balance manufacturer (or a representa-

tive approved by the balance manufac-

turer) verify the balance performance 

within 370 days of testing. 

(c) Zeroing and spanning. You must 

verify balance performance by zeroing 

and spanning it with at least one cali-

bration weight, and any weights you 

use must that meet the specifications 

in § 1065.790 to perform this 

verification.

(1) Use a manual procedure in which 

you zero the balance and span the bal-

ance with at least one calibration 

weight. If you normally use mean val-

ues by repeating the weighing process 

to improve the accuracy and precision 

of PM measurements, use the same 

process to verify balance performance. 

(2) You may use an automated proce-

dure to verify balance performance. 

For example many balances have inter-

nal calibration weights that are used 

automatically to verify balance per-

formance.

(d) Reference sample weighing. Verify

all mass readings during a weighing 

session by weighing reference PM sam-

ple media (e.g., filters) before and after 

a weighing session. A weighing session 

may be as short as desired, but no 

longer than 80 hours, and may include 

both pre-test and post-test mass read-

ings. We recommend that weighing ses-

sions be eight hours or less. Successive 

mass determinations of each reference 

PM sample media (e.g., filter) must re-

turn the same value within ±10 μg or 

±10% of the net PM mass expected at 

the standard (if known), whichever is 

higher. If successive reference PM sam-

ple media (e.g., filter) weighing events 

fail this criterion, invalidate all indi-

vidual test media (e.g., filter) mass 

readings occurring between the succes-

sive reference media (e.g., filter) mass 

determinations. You may reweigh 

these media (e.g., filter) in another 

weighing session. If you invalidate a 

pre-test media (e.g., filter) mass deter-

mination, that test interval is void. 

Perform this verification as follows: 

(1) Keep at least two samples of un-

used PM sample media (e.g., filters) in 

the PM-stabilization environment. Use 

these as references. If you collect PM 

with filters, select unused filters of the 

same material and size for use as ref-

erences. You may periodically replace 

references, using good engineering 

judgment.

(2) Stabilize references in the PM sta-

bilization environment. Consider ref-

erences stabilized if they have been in 

the PM-stabilization environment for a 

minimum of 30 min, and the PM-sta-

bilization environment has been within 

the specifications of § 1065.190(d) for at 

least the preceding 60 min. 

(3) Exercise the balance several times 

with a reference sample. We rec-

ommend weighing ten samples without 

recording the values. 

(4) Zero and span the balance. Using 

good engineering judgment, place a 

test mass such as a calibration weight 

on the balance, then remove it. After 

spanning, confirm that the balance re-

turns to a zero reading within the nor-

mal stabilization time. 

(5) Weigh each of the reference media 

(e.g., filters) and record their masses. 

We recommend using substitution 

weighing as described in § 1065.590(j). If 

you normally use mean values by re-

peating the weighing process to im-

prove the accuracy and precision of the 

reference media (e.g., filter) mass, you 

must use mean values of sample media 

(e.g., filter) masses. 

(6) Record the balance environment 

dewpoint, ambient temperature, and 

atmospheric pressure. 

(7) Use the recorded ambient condi-

tions to correct results for buoyancy as 

described in § 1065.690. Record the buoy-

ancy-corrected mass of each of the ref-

erences.

VerDate Sep<11>2014 14:57 Oct 20, 2014 Jkt 232181 PO 00000 Frm 00764 Fmt 8010 Sfmt 8010 Y:\SGML\232181.XXX 232181rm
aj

et
te

 o
n 

D
S

K
2V

P
T

V
N

1P
R

O
D

 w
ith

 C
F

R



755

Environmental Protection Agency § 1065.405 

(8) Subtract each reference media’s 

(e.g., filter’s) buoyancy-corrected ref-

erence mass from its previously meas-

ured and recorded buoyancy-corrected 

mass.

(9) If any of the reference filters’ ob-

served mass changes by more than that 

allowed under this paragraph, you 

must invalidate all PM mass deter-

minations made since the last success-

ful reference media (e.g. filter) mass 

validation. You may discard reference 

PM media (e.g. filters) if only one of 

the filter’s mass changes by more than 

the allowable amount and you can 

positively identify a special cause for 

that filter’s mass change that would 

not have affected other in-process fil-

ters. Thus, the validation can be con-

sidered a success. In this case, you do 

not have to include the contaminated 

reference media when determining 

compliance with paragraph (d)(10) of 

this section, but the affected reference 

filter must be immediately discarded 

and replaced prior to the next weighing 

session.

(10) If any of the reference masses 

change by more than that allowed 

under this paragraph (d), invalidate all 

PM results that were determined be-

tween the two times that the reference 

masses were determined. If you dis-

carded reference PM sample media ac-

cording to paragraph (d)(9) of this sec-

tion, you must still have at least one 

reference mass difference that meets 

the criteria in this paragraph (d). Oth-

erwise, you must invalidate all PM re-

sults that were determined between the 

two times that the reference media 

(e.g., filters) masses were determined. 

[73 FR 37313, June 30, 2008, as amended at 75 

FR 23042, Apr. 30, 2010; 75 FR 68463, Nov. 8, 

2010]

§ 1065.395 Inertial PM balance 
verifications.

This section describes how to verify 

the performance of an inertial PM bal-

ance.

(a) Independent verification. Have the 

balance manufacturer (or a representa-

tive approved by the balance manufac-

turer) verify the inertial balance per-

formance within 370 days before test-

ing.

(b) Other verifications. Perform other 

verifications using good engineering 

judgment and instrument manufac-

turer recommendations. 

Subpart E—Engine Selection, 
Preparation, and Maintenance 

§ 1065.401 Test engine selection. 
While all engine configurations with-

in a certified engine family must com-

ply with the applicable standards in 

the standard-setting part, you need not 

test each configuration for certifi-

cation.

(a) Select an engine configuration 

within the engine family for testing, as 

follows:

(1) Test the engine that we specify, 

whether we issue general guidance or 

give you specific instructions. 

(2) If we do not tell you which engine 

to test, follow any instructions in the 

standard-setting part. 

(3) If we do not tell you which engine 

to test and the standard-setting part 

does not include specifications for se-

lecting test engines, use good engineer-

ing judgment to select the engine con-

figuration within the engine family 

that is most likely to exceed an emis-

sion standard. 

(b) In the absence of other informa-

tion, the following characteristics are 

appropriate to consider when selecting 

the engine to test: 

(1) Maximum fueling rates. 

(2) Maximum loads. 

(3) Maximum in-use speeds. 

(4) Highest sales volume. 

(c) For our testing, we may select 

any engine configuration within the 

engine family. 

§ 1065.405 Test engine preparation and 
maintenance.

This part 1065 describes how to test 

engines for a variety of purposes, in-

cluding certification testing, produc-

tion-line testing, and in-use testing. 

Depending on which type of testing is 

being conducted, different preparation 

and maintenance requirements apply 

for the test engine. 

(a) If you are testing an emission- 

data engine for certification, make 

sure it is built to represent production 

engines, consistent with paragraph (f) 

of this section. This includes governors 

that you normally install on produc-

tion engines. Production engines 
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